The Ljubljana IUDs: further observations on surface morphology.
Twelve IUDs that had been worn from 8 years 10 months to 24 years were examined by SEM. Photomicrographs of selected samples are shown, and a discussion of the nature of the surface encrustations is provided. The authors are of the opinion that surface encrustations are generic to different types of IUDs and that their clinical significance is presently unknown.